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1. UN Transportation Regulation Test

* Tests through T1-T5 shall be conducted in sequence with the same battery. 

* We declare that the above-mentioned test is the result of being checked according to UN Test 

( Manual of Test and Criteria ST/SG/AC.10/27/Add.2)

RequirementsConditionTest

- No disassembly, no fire 

(after 7 days)
Only for Cell, not battery.Test 8. Forced Discharge

- No disassembly, no fire 

(after 7 days)

Current = Manufacturer’s recommended 

max. continuous charge current X 2

Voltage

1.If charge voltage ≤≤≤≤ 18V, 

V (min.) = 2 x (max. charge voltage) or V (min.) = 22V.

2.If charge voltage > 18V, V (min.) = 1.2 x (max. charge voltage)

Test 7. Overcharge

Only for Cell, not battery. Test 6. Impact

- No disassembly, no rupture,

no fire (after 6 hours)

- Temp. monitoring 

(max. 170℃℃℃℃)100mΩΩΩΩ ext. short-circuit at 55±±±± 2℃℃℃℃
1hr continue after returning at 55±±±± 2℃℃℃℃Test 5. External Short Circuit

Half sine shock 

(peak acceleration : 150gn, pulse duration : 6msec) x 6 (±±±± x, y, z) 

direction x 3 cycle

Test 4. Shock

[7Hz↔↔↔↔200Hz↔↔↔↔7Hz, in 15min] x 12 times x 3 direction 
1) sinusoidal waveform with a logarithmic sweep

2) 7Hz  18Hz (maintaining 1gn)  app. 50Hz (until 8gn)

200Hz (maintaining 8gn), 1.6mm total excursion

Test 3. Vibration

[75±±±± 2℃℃℃℃,6hr ↔↔↔↔ -40±±±±2℃℃℃℃,6hr,interval max. 30min] x 10cycle
Storing at 20±±±± 5℃℃℃℃ for 24h

Test 2. Thermal Test
- Measuring mass before/

after each  test 

(If M>5g, less than 0.1%)

- Measuring voltage before/

after each test 

(more than 90%)

- No leakage, no venting, 

no disassembly, no rupture,

no fire

Storing at (low pressure)11.6kPa for 6hr at 20+/-5℃℃℃℃Test 1. Altitude Simulation
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4 ea 1st cycle Charged

4 ea 1st cycle Discharged

4 ea 50th cycle Charged

4 ea 50th cycle Discharged

2. Test Procedure

Sample 

Preparation

Sample Sample 

PreparationPreparation

Test 2

Thermal Test

Test 2

Thermal Test

Test 3

Vibration

Test 3

Vibration

Test 4

Shock

Test 4

Shock

Test 5

Ext. Short Circuit

Test 5

Ext. Short Circuit

Test 6

Impact *
Test 7

Overcharge

Test 7

Overcharge

Test 8

Forced Discharge *

ReportReportReport

10ea 1st cycle 50% Charged

10ea 50th cycle Discharged

For cylindrical cells, 5 test 

cells are required.

10ea 1st cycle Discharged

10ea 50th cycle Discharged

•Impact & Forced discharge test is required to cell level, not pack battery level.

4 ea 1st cycle Charged

4 ea 50th cycle Charged

Test 1

Altitude Simulation

Test 1

Altitude Simulation
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3-1. Test Equipment

Test 1 Altitude Simulation Test 2 Thermal Test Test 3 Vibration

Test 4 Shock Test 5 External Short Circuit
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3-2. Test Equipment

Test 7 Over Charge
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4-1. Altitude Test

A. 1st cycle fully state 

B. 50th cycle fully state 

Result

339.31 -

339.71 -

339.17 -

339.57 -

338.80 -

341.11 12.159 

340.89 12.155 

341.06 12.151 

340.83 12.166 

341.66 12.165 

Mass

(g)

OCV

(V)

Pass0.000 -

Pass0.000 -

Pass0.000 -

Pass0.000 -

Pass0.000 -

Pass0.000 99.87 

Pass0.000 99.88 

Pass0.000 99.84 

Pass0.000 99.89 

Pass0.000 99.88 

Result
Mass

Loss(%)

Residual

OCV(%)

339.31 -Average

339.71 -16

339.17 -15

339.57 -14

338.80 -13

Dis

charge

341.11 12.175 Average

340.89 12.170 12

341.06 12.170 11

340.83 12.180 10

341.66 12.180 9

Charge

Mass

(g)

OCV

(V)

Pack

No.

Before Test After Test

Result

339.32 -

339.11 -

339.86 -

338.99 -

339.31 -

341.02 12.145 

340.99 12.156 

341.04 12.139 

340.99 12.122 

341.07 12.164 

Mass

(g)

OCV

(V)

Pass0.000 -

Pass0.000 -

Pass0.000 -

Pass0.000 -

Pass0.000 -

Pass0.000 99.86 

Pass0.000 99.88 

Pass0.000 99.83 

Pass0.000 99.85 

Pass0.000 99.87 

Result
Mass

Loss(%)

Residual

OCV(%)

339.32 -Average

339.11 -8

339.86 -7

338.99 -6

339.31 -5

Dis

charge

341.02 12.163 Average

340.99 12.170 4

341.04 12.160 3

340.99 12.140 2

341.07 12.180 1

Charge

Mass

(g)

OCV

(V)

Pack

No.

Before Test After Test

1. Mass loss <  0.1%

2. Cell is not less than 90% of its  

Voltage immediately prior to this 

procedure

3. No leakage, no venting, no 

disassembly, no rupture, no fire

4. The requirement relating to 

voltage not applicable to test cell 

and batteries at fully discharged 

states
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4-2. Thermal Test

A. 1st cycle fully state 

B. 50th cycle fully state 

Result

339.28 -

339.68 -

339.15 -

339.54 -

338.76 -

341.08 12.057 

340.85 12.050 

341.03 12.049 

340.79 12.064 

341.63 12.064 

Mass

(g)

OCV

(V)

Pass0.009 -

Pass0.009 -

Pass0.006 -

Pass0.009 -

Pass0.012 -

Pass0.010 99.16 

Pass0.012 99.14 

Pass0.009 99.16 

Pass0.012 99.16 

Pass0.009 99.17 

Result
Mass

Loss(%)

Residual

OCV(%)

339.31 -Average

339.71 -16

339.17 -15

339.57 -14

338.80 -13

Dis

charge

341.11 12.159 Average

340.89 12.155 12

341.06 12.151 11

340.83 12.166 10

341.66 12.165 9

Charge

Mass

(g)

OCV

(V)

Pack

No.

Before Test After Test

Result

339.26 -

339.06 -

339.84 -

338.85 -

339.28 -

341.01 12.048 

340.98 12.055 

341.03 12.042 

340.97 12.024 

341.05 12.070 

Mass

(g)

OCV

(V)

Pass0.018 -

Pass0.015 -

Pass0.006 -

Pass0.041 -

Pass0.009 -

Pass0.004 99.20 

Pass0.003 99.17 

Pass0.003 99.20 

Pass0.006 99.19 

Pass0.006 99.23 

Result
Mass

Loss(%)

Residual

OCV(%)

339.32 -Average

339.11 -8

339.86 -7

338.99 -6

339.31 -5

Dis

charge

341.02 12.145 Average

340.99 12.156 4

341.04 12.139 3

340.99 12.122 2

341.07 12.164 1

Charge

Mass

(g)

OCV

(V)

Pack

No.

Before Test After Test

1. Mass loss <  0.1%

2. Cell is not less than 90% of its  

Voltage immediately prior to this 

procedure

3. No leakage, no venting, no 

disassembly, no rupture, no fire

4. The requirement relating to 

voltage not applicable to test cell 

and batteries at fully discharged 

states
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4-3. Vibration Test

A. 1st cycle fully state 

B. 50th cycle fully state 

Result

339.27 -

339.67 -

339.13 -

339.54 -

338.75 -

341.08 12.006 

340.85 12.025 

341.03 12.002 

340.79 12.038 

341.63 11.959 

Mass

(g)

OCV

(V)

Pass0.003 -

Pass0.003 -

Pass0.006 -

Pass0.000 -

Pass0.003 -

Pass0.000 99.58 

Pass0.000 99.79 

Pass0.000 99.61 

Pass0.000 99.78 

Pass0.000 99.13 

Result
Mass

Loss(%)

Residual

OCV(%)

339.28 -Average

339.68 -16

339.15 -15

339.54 -14

338.76 -13

Dis

charge

341.08 12.057 Average

340.85 12.050 12

341.03 12.049 11

340.79 12.064 10

341.63 12.064 9

Charge

Mass

(g)

OCV

(V)

Pack

No.

Before Test After Test

Result

339.26 -

339.06 -

339.84 -

338.85 -

339.28 -

341.01 12.010 

340.98 12.030 

341.03 11.964 

340.97 12.002 

341.05 12.043 

Mass

(g)

OCV

(V)

Pass0.000 -

Pass0.000 -

Pass0.000 -

Pass0.000 -

Pass0.000 -

Pass0.000 99.68 

Pass0.000 99.79 

Pass0.000 99.35 

Pass0.000 99.82 

Pass0.000 99.78 

Result
Mass

Loss(%)

Residual

OCV(%)

339.26 -Average

339.06 -8

339.84 -7

338.85 -6

339.28 -5

Dis

charge

341.01 12.048 Average

340.98 12.055 4

341.03 12.042 3

340.97 12.024 2

341.05 12.070 1

Charge

Mass

(g)

OCV

(V)

Pack

No.

Before Test After Test

1. Mass loss <  0.1%

2. Cell is not less than 90% of its  

Voltage immediately prior to this 

procedure

3. No leakage, no venting, no 

disassembly, no rupture, no fire

4. The requirement relating to 

voltage not applicable to test cell 

and batteries at fully discharged 

states
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4-4. Shock Test

A. 1st cycle fully state 

B. 50th cycle fully state 

Result

339.26 -

339.67 -

339.13 -

339.52 -

338.73 -

341.07 12.006 

340.83 12.019 

341.03 12.022 

340.79 12.031 

341.62 11.950 

Mass

(g)

OCV

(V)

Pass0.003 -

Pass0.000 -

Pass0.000 -

Pass0.006 -

Pass0.006 -

Pass0.002 99.95 

Pass0.006 99.95 

Pass0.000 100.00 

Pass0.000 99.94 

Pass0.003 99.92 

Result
Mass

Loss(%)

Residual

OCV(%)

339.27 -Average

339.67 -16

339.13 -15

339.54 -14

338.75 -13

Dis

charge

341.08 12.006 Average

340.85 12.025 12

341.03 12.002 11

340.79 12.038 10

341.63 11.959 9

Charge

Mass

(g)

OCV

(V)

Pack

No.

Before Test After Test

Result

339.26 -

339.06 -

339.84 -

338.85 -

339.28 -

341.01 12.017 

340.98 12.060 

341.03 11.964 

340.97 12.002 

341.05 12.040 

Mass

(g)

OCV

(V)

Pass0.000 -

Pass0.000 -

Pass0.000 -

Pass0.000 -

Pass0.000 -

Pass0.000 99.99 

Pass0.000 100.00 

Pass0.000 100.00 

Pass0.000 100.00 

Pass0.000 99.98 

Result
Mass

Loss(%)

Residual

OCV(%)

339.26 -Average

339.06 -8

339.84 -7

338.85 -6

339.28 -5

Dis

charge

341.01 12.010 Average

340.98 12.030 4

341.03 11.964 3

340.97 12.002 2

341.05 12.043 1

Charge

Mass

(g)

OCV

(V)

Pack

No.

Before Test After Test

1. Mass loss <  0.1%

2. Cell is not less than 90% of its  

Voltage immediately prior to this 

procedure

3. No leakage, no venting, no 

disassembly, no rupture, no fire

4. The requirement relating to 

voltage not applicable to test cell 

and batteries at fully discharged 

states
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A. 1st cycle fully state 

B. 50th cycle fully state 

54.82

54.82

54.69

54.32

53.75

55.09

55.06

54.82

55.09

54.52

Max.Temp

(℃℃℃℃)

Pass11.052Max.

Pass10.90416

Pass10.93815

Pass11.05214

Pass10.92513

Dis

charge

Pass12.031Max.

Pass12.01912

Pass12.02211

Pass12.03110

Pass11.9509

Charge

Result
Initial

OCV (V)

Pack

No.

Result

4-5. EXT.Short Circuit Test

54.83

54.83

54.72

54.09

53.75

55.32

55.08

55.25

55.32

54.44

Max.Temp

(℃℃℃℃)

Pass10.734Max.

Pass10.5958

Pass10.7347

Pass10.7226

Pass10.6155

Dis

charge

Pass12.030Max.

Pass12.0304

Pass11.9643

Pass12.0022

Pass12.0401

Charge

Result
Initial

OCV (V)

Pack

No.

1. Temperature < 170 (oC) 

2. No disassembly, no rupture, no fire within 6 hours

Result
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A. 1st cycle fully state 

B. 50th cycle fully state 

19.25

16.54

19.25

14.87

17.19

Max.Temp

(℃℃℃℃)

Pass12.170Max.

Pass12.16024

Pass12.17023

Pass12.17022

Pass12.15021

Charge

Result
Initial

OCV (V)

Pack

No.

Result

4-6. Over Charge Test

26.41

26.41

15.77

17.78

20.19

Max.Temp

(℃℃℃℃)

Pass12.200Max.

Pass12.17020

Pass12.20019

Pass12.19018

Pass12.20017

Charge

Result
Initial

OCV (V)

Pack

No.

Result

1. No disassembly, no fire within 7 days

※※※※Overcharge Test 

- Max. Charge Current : 3,800mA

- CC/CV 2C(7,600mA) 22V cut-off 24Hr
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PassNo0.000*1st cycle (0% SOC)

PassNo0.00099.981st cycle (100% SOC)

PassNo0.000*1st cycle (0% SOC)

PassNo0.00099.351st cycle (100% SOC)

PassNo0.041*1st cycle (0% SOC)

PassNo0.00699.171st cycle (100% SOC)

PassNo0.000*1st cycle (0% SOC)

PassNo0.00099.8450th cycle(100% SOC)

PassNo0.00699.9250th cycle(100% SOC)

PassNo0.00099.1350th cycle(100% SOC)

PassNo0.01299.1450th cycle(100% SOC)

50th cycle(0% SOC)

50th cycle(0% SOC)

50th cycle(0% SOC)

50th cycle(0% SOC)

1st cycle (100% SOC)

charged/discharged 
state

PassNo0.00099.83

PassNo0.006*

Test 4                     
(Shock)

PassNo0.006*

Test 3                 
(Vibration)

PassNo0.012*

Test 2                  
(Thermal)

PassNo0.000*

Test 1                      
(Altitude Simulation)

-
NL, NV, NF, NR
No Disassembly

No mass Loss         
(M>5g, less than 

0.1%)

Residual 
OCV>90%

ResultEvent
Max. Mass Loss 

/%
Min. Residual   
OCV /%

A. Test 1 ~ 4 Result

*The requirement relating to voltage not applicable to test cell and batteries at fully discharged states.

5-1. Summary
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Pass54.83No1st cycle (0% SOC)

Pass55.32No1st cycle (100% SOC)

Pass26.41No1st cycle (100% SOC)

Pass55.09No50th cycle(100% SOC)

50th cycle (100% SOC)

50th cycle(0% SOC)

charged/discharged 
state

Pass19.25No

Test 7 

(Over charge)

Pass54.82No

Test 5 

(Ext. Short Circuit)

-
Not

Exceed 170oC
No disassembly/ fire

Result
Max. Temperature

(oC)
Event

B. Test 5 , 7 Result

5-2. Summary


